We wanted to identify the difference of the measured values between a navigation system and radiographs when performing open and closed wedge high tibial osteotomy (HTO) under the control of a navigation system. Materials and Methods: Thirty-two open wedge HTOs and 51 closed wedge HTOs were performed using a navigation system. The postoperative mechanical axis percent, which was planned on the navigation system, was 62%. The mechanical axis (MA) was measured before osteotomy and after fixation on the navigation system, and these were compared with the measured values from the radiographs. The difference of the postoperative MA between the navigation system and the radiographs was compared according to the type of HTO. The alteration of the tibial posterior slope angle was also compared.
±2.6이었다(p=0.481). 
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